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A compact  inverted  shock  tube  concept  is  recommended  for  a 
field-portable  airblast  pressure  gage  calibrator  in  the  pressure 
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1.  INTRODUCTION 


Technology  advances  in  nuclear-hardened  military 
ay s ten e have  introduced  requirements  for  airblast  testing  of 
oonponents  and  systems  to  very  high  overpressure  levels. 
Measurement  and  Interpretation  of  high  overpressure  data 
gathered  on  large  high  explosive  tests  conducted  by  ONI  con- 
tinues to  pose  teohnical  problems;  particularly  troublesome 
is  the  fact  that  individual  blast  overpressure  measurements 
have  varied  by  as  much  as  a factor  of  two  when  different 
gages  and  recording  systems  are  used.  As  the  cost  per  data 
channel  continues  to  increase.  It  has  become  highly  desire- 
able  to  provide  a uniform  standard  of  field  calibration  at 
high  overpressure  levels  to  assure  proper  functioning  of 
gages  and  recording  systems  immediately  prior  to  a test. 

No  field  portable  calibration  system  now  exists  capable 
of  testing  fast-response  blast  gages  in  the  1000  to  10,000 
pel  overpressure  range.  Quasi-static  (rise  time  of  several 
mlllisreosds  ) calibration  techniques  are  in  common  use  at 
lover  overpressures  (Reference  1),  and  in  some  cases  these 
techniques  could  be  extended  to  high  overpressures.  However, 
since  the  rlsetlme  tc  peak  preesure  in  actual  measurements 
is  on  the  order  of  aicroeeoonde,  there  is  eerlous  doubt  ae 
to  the  adequacy  of  qu&el-etatlo  teehaiquee  for  field  cali- 
bration purpoeee. 

The  purpose  of  the  present  program  was  to  review  the 


entire  spiotrua  of  pressure  gage  calibration  system  eonoepts, 
and  to  raooaaand  a calibration  system  for  DHA  field  uae  at 
blaat  overpreaaures  froa  100  to  10,000  pal.  The  first  part 
of  the  study  involved  the  determination  of  reasonable  perfor- 
mance speoifloatlons  and  operational  requirements  acceptable 
to  the  user  community;  the  remainder  of  the  program  concen- 
trated on  teohnloal  innovations  and  engineering  design  to 
meet  these  specifications. 
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2.  DESIGN  CRITERIA 

Design  criteria  for  the  high  pressure  field  calibrator 
system  were  developed  only  after  considerable  debate  with 
DNA  and  the  user  community.  It  was  at  first  envisioned  that 
the  calibrator  would  directly  simulate  aspects  of  the 
environment  fcnown  to  affect  gages  at  high  overpressures, 
namely  high  temperatures  and  high  dynamic  pressures.  Although 
it  Is  possible  to  generate  the  desired  environments  with  a 
number  of  high  energy  simulation  concepts,  their  complexity, 
size,  and  cost  are  entirely  unsuited  for  field  calibration 
purposes.  Conflict  between  an  ideal  laboratory  environment 
simulator  and  a practical  cost-effective  dynamic  calibrator 
for  field  uee  was  decided  by  DNA  in  favor  of  the  latter  for 
the  present  design  study. 

Performance  and  operational  system  design  criteria  were 
established  Jointly  with  DNA.  The  performance  criteria  are: 

1.  Overpressure  range  100  - 10,000  pel. 

2.  Repeatable  within  'SK. 

5.  Pressure  pulse  of  sufficient  duration  to  allow 
for  gage  equilibration. 

4.  Pulse  will  have  a fast-rising  leading  edge. 

The  fourth  requirement  is  tentative,  depending  on  system 
frequenoy  response  and  whether  peak  overpressure  ~>r  Impulse 
is  to  be  determined. 


Operational  system  criteria  are  as  follows: 

1.  Safe  for  nearby  personnel  and  equipment,  with  no 
personnel  evaouation  during  a test. 

2.  Truck  portable. 

3.  Inexpensive  to  operate. 

4.  Rapid  turnaround  capability. 

5.  Ho  possibility  of  damaging  gage  during  test. 

6.  Preferable  to  avoid  explosives,  propellant,  or 
combustible  gases. 

Frequency  response  of  the  measurement  system  affects  to 
some  extent  calibrator  design.  To  analyze  these  effects  the 
measurement  system  was  modeled  by  a low-pass  RC  filter,  and 
response  to  a Brode  pressure  profile  (Reference  2)  was 
directly  computed.  Details  of  these  calculations  will  be 
found  in  Appendix  A. 

Air  blast  data  on  field  tests  are  usually  recorded  on 
osollloscopes  or  tape  decks.  With  modern  wideband  oscillo- 
scopes there  is  negligible  error  in  recording  peak  pressure 
or  impulse  provided  the  gage,  transmission  line,  and  scope 
have  a bandwidth  of  300  kK?  or  more.  This  bandwidth  is 
easily  surpassed  by  most  oscilloscopes,  and  approximately 
equaled  by  typical  high  pressure  quarts  piezoelectric  gages. 
The  transmission  line  is  assumed  to  have  negligible  attenu- 
ation at  this  frequency.  Ry  direct  calculation  (Appendix  A) 
a system  bandwidth  of  300  kHz  (-3  dB  point)  result*  in  a 
peak  overpressure  measurement  error  of  1.2?  with  a 10,000  pel 
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shook  at  1 kilo ton  yield*  This  error  is  less  than  the 
standard  3%  error  for  osoillosoopes.  The  error  is  k ven  less 
at  longer  pulse  durations  assooiated  with  lover  overpressures 
or  larger  yields. 

The  situation  with  a tape  deok  is  quite  different. 
Typical  deok  bandwldths  are  20  kHz,  and  are  the  limit?,'-.-.- 
factor  in  system  response  when  quartz  gages  are  use?:. 

Assuming  a -5  dB  point  of  20  kHz,  the  same  10, QC.‘‘  psi  shock 
from  a 1 kT  source  will  have  a measured  peak  ov.  r pressure  of 
9016  psi,  or  a 9.8^  error.  However,  as  is  noted  in  Appendix 
A,  impulse  measurements  are  unaffected  by  the  frequency  roll- 
off of  a low-pass  filter,  and  accurate  Impulse  data  say  be 
obtained  even  when  peaks  are  severely  degraded.  The  actual 
frequency  response  characteristics  of  gage  plus  recording 
system  may  be  more  complex  than  an  RC  low-pass  filter,  but 
it  is  probable  that  Impulse  measurements  will  be  Insensitive 
to  bandwidth. 

If  peak  overpressure  and  early  pressure-time  history 
are  to  be  measured  accurately,  it  is  important  to  maintain 
a sharp  leading  edge  on  the  calibration  pulse  to  simulate 
■ore  closely  conditions  in  a field  test.  If  only  Impulse 
measurements  are  to  be  recorded,  the  acceptable  reoordlng 
bandwidth  is  much  lower,  and  the  corresponding  pulse  rise- 
time  may  be  much  slower.  Tor  a general  purpose  calibrator, 
the  more  conservative  approach  is  to  rMuire  * sharp  leading 
edge  in  the  calibrator  pressure  pulse. 
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Required  risetlme  of  the  calibrator  pulse  may  be  esti- 
mated from  the  response  of  a low-pass  filter  to  a step 
function  (Appendix  A).  With  a -3  dB  frequency  of  20  kHz, 
the  10  - 90 % risetime  at  the  output  is  24^  sec;  if  the 
system  bandwidth  is  300  kHz,  the  rise time  drops  to  1.2y*  sec. 
To  be  useful,  therefore,  the  calibrator  risetime  must  be  on 
the  order  of  1 y*  sec  or  less,  which  implies  a shock  wave 
pressure  pulse  in  the  calibrator. 

Pulse  duration  is  an  important  design  consideration, 
particularly  when  a shock  wave  is  used  to  generate  the 
pressure  pulse,  as  it  directly  affects  the  size  of  the  cali- 
brator. The  critical  element  is  the  settling  time  of  the 
gage  being  measured.  Acoustic  or  mechanical  oscillations  in 
a gage  oause  ringing,  and  most  experimenters  have  had  the 
unfortunate  experience  of  seeing  blast  wave  reoords  partially 
or  completely  obscured  by  ringing.  Typical  time  scales  to 
damp  out  ringing  can  be  as  short  as  a few  microseconds  for 
well-designed  quartz  piezoelectric  gages,  or  as  long  as  2 
milliseconds  for  low  pressure  gages.  The  important  point 
with  ringing  is  that  high  pressure  blast  wave  measurements 
should  use  gages  which  settle  reasonably  quiokly,  or  a sig- 
nificant fraotion  of  the  profile  will  be  lost. 

The  allowable  time  soale  for  settling  oan  be  derived 
from  Figure  1,  whloh  shows  1,000  and  10,000  psi  blast  waves 
from  20  ton  and  1 kiloton  charges.  It  is  reasonable  to 
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Figure  1.  Blast  wave  profile  for  1 KT  and  20  ton  yields 
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demand  that  a gage  should  settle  within  the  time  the  pressure 
pulse  drops  to  90%  of  the  incident  shook  overpressure.  At 
10,000  psi  the  times  are  10^u  sec  and  30/x  see  for  the  20  ton 
and  1 kilo ton  blasts;  at  1000  psi  the  times  Increase  to  50 
ji  see  and  190><  see.  Gages  which  settle  within  these  times 
can  use  a fairly  brief  calibration  pulse,  perhups  500/<  sec 
duration.  A calibrator  designed  for  a 500^  sec  pulse  obvi- 
ously will  be  useless  with  a gage  having  a 2 millisecond 
settling  time.  Design  modifications  to  oonvert  a short 
duration  high-pressure  calibrator  into  a long  duration  low- 
pressure  calibrator  will  be  discussed  later. 
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3.  DESIGN  STUDY  ?0R  HIGH  PRESSURE  CALIBRATOR 

A wide  range  of  techniques  for  pressure  testing  an  air 
blast  gage  were  considered  during  this  program.  Performance 
data  on  all  system  concepts  are  presented,  even  though  some 
methods  do  not  meet  the  criteria  for  a field  portable  system. 
In  this  way  the  data  is  available  for  reevaluation  when  the 
need  arises  for  different  performance  or  system  requirements. 

The  pressurization  technique*  have  been  split  into  three 
general  classes:  standard  shook  tubes.  Inverted  shock  tubes, 

and  shookless  systems.  The  standard  3hook  tube,  consisting 
cf  a high  pressure  driver  and  a low  pressure  driven  section, 
i 8 \j11  known  and  needs  no  further  introduction.  The 
inverted  shock  tube  is  a novel  configuration  which  was 
developed  for  this  application;  the  high  pressure  shock  tube 
driver  ia  erpanded  and  shortened  to  form  a reservoir,  and  the 
driven  tube  is  folded  bask  into  the  high  pressure  section. 

The  inverted  shock  tube  is  mors  compact  than  the  usual  shock 
tube,  although  the  principles  of  operation  remain  the  same. 

A detailed  discussion  of  the  inverted  desigD,  with  figures, 
is  given  later. 

The  final  category  of  systems  are  oalled  shook  free 
because  they  do  not  have  a well-formed,  planar  shock  wave 
at  the  gage  feoe.  A typical  system  would  be  a large  reservoir 
separated  by  a diaphragm  from  a gaga  housed  in  a small  recsss. 


The  diaphragm  ruptures  to  pressurize  the  gage,  but  the  run- 
in  to  the  faoe  is  too  short  for  a strong  shook  to  form.  The 
pressurization  is  best  described  as  an  aooustio  sass  flow 
into  the  recess.  Note  that  weak,  nonplanar  shocks  nay  be 
present  here,  so  the  term  shook  free  is  only  relatively 
correot. 

Perfornanoe  data  on  each  olass  of  systems  are  presented 
in  the  following  subsections.  It  is  not  possible  to  lnolude 
all  details  of  the  perfornanoe  calculations,  so  the  emphasis 
here  is  on  the  assunptions  for  the  calculations,  the  limita- 
tions on  perfornanoe,  and  some  representative  test  times. 

3.1  Standard  Shock  Tube  Systems 

The  design  and  operation  oi  conventional  shook  tube 
systems  is  a well-developed  field,  so  a detailed  description 
of  shook  tube  principles  will  not  be  given  here.  The  gae- 
dynamio  wave  system  in  a constant  area  shook  tube  is 
described  in  Reference  3.  Reference  A is  a general  referenoe 
work  on  shook  tubes.  It  contains  basic  theory  plus  design 
oharte  for  a wide  variety  of  shook  tube  systems. 

Table  1 presents  performance  data  for  the  shook  tube 
systems  analyzed  during  this  study.  The  first  four  columns 
show  the  driver  end  driven  tube  condition,  area  ratio  between 
driver  and  driven  tubs,  end  the  maximum  reflected  pressure 
with  a 10,000  pel  limitation  in  the  driver  and  a ISO  pel 
limit  in  the  driven  tube.  These  upper  limits  vers  chosen 
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to  keep  the  system  weight  down  for  portability. 

The  remainder  of  the  table  shows  performance  at  a 
specific  design  point.  Shock  pressure  and  temperature 
behind  the  incident  and  reflected  waves  are  indicated,  along 
with  test  times.  The  test  times  were  calculated  for  a 100 
cm  long  driver  and  a 300  cm  long  driven  tube.  The  test 
station  for  the  incident  wave  is  200  cm  downstream  from  the 
diaphragm.  The  test  times  in  the  table  are  uncorreoted  for 
non-ideal  effects. 

The  performance  of  the  constant  area,  oompressed  gas 
tubes  is  described  in  detail  in  Reference  4.  Design  charts 
from  Reference  4 give  P41  vs.  P21,  or  the  ratio  of  reservoir 
to  ambient  driven  pressure  versus  the  pressure  ratio  across 
the  inoldent  shock.  Real  air  tables  (Reference  5)  or 
reflected  shook  tables  from  Reference  4 were  used  to  oompute 
reflected  shock  pressure. 

The  performance  of  compressed  gas  tubes  with  an  area 
contraction  was  calculated  from  first  principles.  The  wave 
system  in  the  tube  has  an  unsteady  expansion  propagating 
baok  into  the  driver  followed  by  a steady  expansion  to  a 
Mach  number  of  1 at  the  throat,  the  entrance  to  the  driven 
tube.  In  the  driven  section  there  is  a further  unsteady 
wave  syetem  to  equilibrate  to  a point  on  a shock  Hugoniot. 
Calculations  assumed  a gas  with  constant  isentrople  exponent. 

The  area  contraction  of  4 was  chosen  because  the 
relative  sixes  of  driver  and  driven  sections  are  still 
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reasonable,  and  beoauae  a much  larger  area  con traction  does 
not  significantly  improve  performance.  Additional  oaloula- 
tions  with  an  area  oontraotion  of  20  iner eased  the  aaxlaua 
reflected  pressures  by  at  aoet  20 %. 

Design  of  a ooabustion  driven  shook  tube  used  the  design 
charts  in  Reference  4.  The  driver  aizture  was  an  oxygen- 
hydrogen-helium  ooabination  with  79 % helium.  This  particular 
mixture  was  oho sen  for  intermediate  performance  among  all  the 
combustible  gas  combinations  listed. 

The  10,000  p8l  reflected  pressure  point  in  Table  1 can 
be  designed  directly  from  charts  for  combustion  drivers  in 
Reference  4.  The  low  pressure,  1000  psi  point  cannot  be 
designed  from  the  oharts  and  has  been  calculated  from  the 
ideal  shook  tube  equation  relating  P^1  and  derived  in 
Reference  3.  The  value  of  Y was  1.4. 

The  perforaanoe  of  a propellant  driven  shook  tube  was 
also  oaloulated  with  the  ideal  shock  tube  equation.  The 
propellant  energy  was  2 Mega joules  per  pound,  which  is  a 
typical  value  for  aoet  propellants  or  explosives.  The  isen- 
tropic  exponent  of  the  cosbusted  and  expanded  gaseous 
produots  was  taken  as  1.4,  Any  errors  resulting  from  vari- 
ations in  the  exponent  should  be  wall.  The  aaount  of  pro- 
ponent required  for  the  high  perforaanoe  state  is  nail  — 
less  than  1 pound  for  a 10  os  inner  dlaaeter  by  100  oa  long 
driver. 
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The  final  system  considered  was  an  eleotrio  arc  dis- 
charge shook  tube.  No  performance  data  is  given  for  this 
driver  in  Table  1 beoause  the  capacitor  bank  required  to 
achieve  even  a 1000  psi  reflected  shock  is  quite  large  and 
unportable.  For  example,  with  20  atmospheres  of  helium  Jn 
the  driver,  as  is  suggested  in  Reference  6,  and  assuming  the 
energy  transfer  is  20^  efficient  (Reference  4),  a 120  kilo- 
joule capacitor  bank  is  required  for  a 1000  psi  reflected 
shock.  This  power  supply  requirement  is  probably  optomistic 
because  it  is  difficult  to  aohieve  a 20^  efficiency  in  the 
arc  discharge.  The  large  size  of  the  power  supply  combined 
with  the  existance  of  alternate  methods  to  achieve  the  same 
performance  made  this  approach  impractical  and  further  per- 
formance calculations  were  not  performed. 

Table  1 shows  that  none  of  the  air/air  systems  can 
achieve  a 10,000  psi  reflected  state  with  the  constraints 
of  lees  than  10,000  psi  in  the  reservoir  and  10  atmospheres 
in  the  driven  tube.  4 helium/air  system  can  aohieve  the 
required  performance,  with  10  atmospheres  in  the  driven 
section.  The  tradeoff  between  helium  versus  air  in  the 
driver  is  that  test  times  are  sharply  reduced  along  with 
increased  performance  and  complexity  for  a helium  system. 

If  the  performance  criteria  were  reduced  to  a peak  reflected 
pressure  of  3000  psi,  then  an  air/alr  system  would  be 
attractive. 


18 


»-“%SBW»f!i*l«(l, 


The  oombuetion  and  propellant  driven  tubes  can  easily 
achieve  the  high  pressure  states,  hut  test  tines  are  extremely 
short.  In  addition,  the  detonable  gases  or  propellant  are 
undesirable  in  the  field  from  a safety  viewpoint. 

finally,  the  shook  tube  systeas  are  rather  long  — 12 
feet  — to  aohieve  the  test  times  in  Table  1.  Although  the 
tube  oan  be  scaled  up  or  down,  with  corresponding  changes  in 
test  times,  the  general  configuration  of  a conventional  shook 
tube  is  not  optimal  for  a portable  system.  An  alternate 
shook  tube  configuration,  more  appropriate  for  a field  port- 
able system,  is  discussed  below. 
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3.2  Inverted  Shook  Tubes 

The  inverted  shook  tube  consists  of  a large,  high 
pressure  reservoir  and  a small  diameter,  low  pressure  driven 
tube,  separated  by  a diaphragm,  figure  2 shows  this  design, 
which  operates  as  a shock  tube  with  a large  area  contraction 
between  the  driver  and  driven  section.  The  driven  tube  has 
been  folded  back  Into  the  reservoir  for  compactness,  hence 
the  term  Inverted  shock  tube.  The  pressure  gage  is  placed 
at  the  end  of  the  driven  tube,  where  it  responds  to  a normally 
refleoted  shock  wave. 

Design  calculations  for  the  inverted  tube  muet  be  per- 
formed from  first  principles.  The  wave  system  le  similar 
to  the  gasdynaiilce  of  a standard  shock  tube  with  sn  area 
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oontraotlon.  for  simplicity,  the  area  ratio  between  reser- 
voir and  driven  tube  la  aaauaad  infinite,  ao  the  unsteady 
expanalon  propagating  baok  into  the  reservoir  has  zero 
strength  and  la  Ignored.  The  gasdynamio  process  then  beooaea 
a steady  expanalon  to  Maoh  number  1 at  the  driven  tube 
entranoe  followed  by  an  unsteady  expansion  to  equilibrate 
to  a point  on  the  shook  Hugoniot.  figure  3a  shows  this  wave 
system . 

The  gaadynaaio  process  oan  be  modified  by  adjusting  one, 
or  possibly  two  free  parameters  in  the  inverted  system.  The 
first  parameter  is  the  ratio  of  reservoir  to  driven  pressure, 
whioh  la  always  available.  A second  parameter  can  be  oreated 
by  placing  a throat  in  the  driven  tube,  so  the  area  ratio  of 
the  throat  to  driven  tube  is  variable.  If  the  throat  is 
Included  the  steady  wave  system  expands  the  gas  to  a Mach 
number  greater  than  1 before  the  unsteady  expansion  begins. 

Adjusting  the  gasdynamio  process  with  these  two  para- 
meters can  produce  a system  with  longer  test  times  or  a more 
convenient  mode  of  operation.  Typical  conditions  which  oan 
be  satisfied  are: 

1.  Sllminete  the  unsteady  rarefaction  at  the 
entranoe  to  the  driven  tube; 

2,  Natch  states  at  the  contaet  surface  so  the 
reflected  shook  does  not  interact  with  the 
interfaces  and 
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3.  Specify  that  th§  initial  reflected  praaaura 
•quala  the  reservoir  praaaura. 

Tha  firat  two  oonditiona  will  tand  to  increase  test  time 
whila  tha  last  condition  will  simplify  operation  of  tha 
inverted  shock  tuba.  Figures  3b  and  3c  show  tha  affaot  on 
tha  wave  systea  of  condition  1 and  oonditiona  1 and  2 
together. 

If  tha  aeoond  condition  is  not  satisfied,  tha  wave 
ayataa  reflected  froa  the  cont&ot  surface  will  arrive  back 
at  the  gaga  faoa  and  significantly  alter  the  nagnitude  of  the 
reflected  pressure  froa  the  incident  shock.  Further  reflec- 
tions will  oocur  as  tha  wave  a;  stea  travels  between  the  con- 
tact surface  and  gaga  face,  giving  the  leading  edge  of  the 
pressure  pulse  a stair-step  structure. 

Many  design  options  were  investigated  for  the  Inverted 
tube.  These  are  listed  in  Table  2,  including  the  reservoir 
and  driven  tube  gas  and  the  special  conditions  imposed  on 
the  operational  node.  Note  that  it  is  iapoaelble  to  design 
an  alr/air  eystsa  which  is  Batched  at  the  contact  surface, 
if  both  reservoir  and  driven  tube  gates  are  at  the  saae 
teaperature . 

five  inverted  ays teas  ware  eel to ted  for  Bore  detailed 
design  calculations.  The  results  of  these  calculations  are 
found  in  Table  3.  the  entries  in  this  table  Include  the 
reservoir  and  driven  tubs  gases,  the  operating  mode,  the 
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Table  2.  Design  options  investigated  with  the  inverted 
shock  tube. 


Reservolr/Drlven  Gsb 
Air/Air 
Helium/Air 
Helium/Helium 


Operating  Mode 

Unsteady  wave  system  eliminated 
Unsteady  wave  system  eliminated 
Unsteady  wave  system  eliminated 


Air/Air 
Helium/Air 
Air /Air 


Reservoir  pressure 


Reservoir  pressure  = reflected  pressure 

Reservoir  pressure  = reflected  pressure 
and  unsteady  wave  system  eliminated 


Helium/Air 

Helium/Air 


Matched  at  oontact  surface 

Matched  at  oontact  surface  and 
unsteady  wave  system  eliminated 


Air/Air 


Matched  at  contact  surface  - IMPOSSIBLE 
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Teat  tines  Ideal. 


area  ratio  of  driven  tube  to  throat,  and  the  ratio  of  reser- 
voir pressure  (P4)  to  driven  tube  pressure  (P1).  These  two 
ratios  remain  constant  to  maintain  the  desired  operating 
mode,  independent  0 f the  magnitude  of  the  reflected  pressure. 
The  pressure  ratio  of  the  initial  reflected  pressure  (F5)  to 
the  reservoir  pressure  is  also  given. 

The  remainder  of  the  table  shows  initial  pulse  durations 
for  a driven  tube  24-inches  long  with  an  initial  refleoted 
pressure  of  1000  psi.  The  second  pressure  step  generated  by 
reflection  off  the  contact  surface  and  its  duration  are  also 
listed  in  Table  3.  The  test  times  in  the  table  are  ideal,  so 
contact  surface  spreading  and  other  non-ideal  effects  may 
reduce  the  times  by  as  much  as  50^. 

For  the  air/air  systems,  the  second  pressure  Jump  can 
increase  the  initial  gage  pressure  by  more  than  50%.  V?ith 
the  helium/air  system  which  is  mismatched  at  the  contact 
surface,  the  gage  pressure  decreases  because  a rarefaction, 
rather  than  a shock,  reflects  off  che  contact  surfaoe. 

If  a system  is  unmatched  at  the  contact  surface,  the 
sequence  of  pressure  Jumps  decreases  in  amplitude  to  form  a 
broad,  approximately  constant  pressure  pulse  at  the  gage 
face.  The  magnitude  of  the  constant  pulse,  which  will  not 
equal  the  initial  reflected  pressure, is  shown  in  the  last 
oolumn  of  Table  3 for  two  oases.  The  value  for  system  #3 
oomes  from  hydrodynamic  code  calculations,  while  the  final 
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pressure  for  system  #1  was  oaloulated  by  hand.  A pressure- 
tiae  history  and  wave  diagram  for  the  first  systen  are  pre- 
sented in  Figures  4 and  5.  The  dashed  line  in  Figure  4 
represents  ideal  behavior,  and  the  pressure  plateau  will  not 
be  absolutely  constant.  Following  the  constant  puloe,  the 
pressure  at  the  end  wall  osoillates  or  rings  in  a manner 
similar  to  an  organ  pipe.  Visoous  effects  will  eventually 
damp  out  the  ringing. 

The  fora  of  the  pressure  pulse  creates  two  options  for 
calibrating  pressure  gages.  Systems  with  a frequency 
response  high  enough  to  follow  the  individual  stair-steps 
oan  use  the  steps  as  multiple  calibration  points.  Low 
frequency  response  systems  will  smooth  out  the  structure  of 
the  pulse's  leading  edge  so  the  broad,  constant  pressure 
portion  of  the  pulse  oan  be  used  to  calibrate  a gage.  Which 
mode  of  calibration  will  be  most  effective  will  depend  on 
the  chosen  gage  and  recording  system  and  is  difficult  to 
specify  in  advance. 

System  #5,  which  is  matched  with  no  unsteady  wave  system 
or  reflections  off  the  contact  surface,  produces  a very  long 
test  tiae  (1.4  milliseconds)  at  1000  psi.  This  is  almost  a 
faotor  of  two  greater  than  the  best,  unoatohed  system. 
Unfortunately  this  matching  cannot  be  achieved  without  the 
additional  complexity  of  a dual  gas  system,  or  heating  the 
reservoir  gas. 
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Figure  S.  Wave  diagram  for  an  inverted  shock  tube  operating 
in  the  preferred  mode. 
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Among  the  fire  eye teas  listed  in  Table  3,  the  first 
alr/air  configuration  seems  aost  appropriate  for  field  use. 
Designs  with  a heliua  filled  reservoir  require  carrying 
additional  gas  bottles  at  increase?,  oost.  The  two  alr/air 
designs  which  matoh  reflected  and  reservoir  pressure  will  be 
heavier  than  the  first  system,  because  the  chamber  must  be 
designed  for  the  full  reflected  pressure.  With  systea  ll, 
the  chamber  oan  be  designed  to  70 % of  the  refleoted  pressure. 
Further  design  details  will  be  given  for  the  first  systea  in 
a later  seotlon. 


3.3  Shookless  Systems 

The  final  category  of  calibration  systems  do  not  have 
a well-formed,  planar  shook  wave  incident  upon  the  face  of 
a pressure  gage.  Two  typical  designs  which  fall  within  this 
classification  will  be  disoussed  here.  Both  designs  are 
distinguished  by  the  difficulty  of  calculating  the  exact 
shape  of  the  pressure  pulse  at  the  gage  face  and  only  rise- 
time  estimates  will  be  made  in  this  section. 

The  first  shookless  system  is  a reservoir  with  a small 
recess.  1 diaphragm  separates  the  recess  from  the  main 
chamber  and  a pressure  gage  is  located  at  the  bottom  of  the 
recess.  The  calibration  pulse  is  produced  when  the  diaphragm 
breaks  and  gae  flows  into  the  recess.  The  depth  of  the 
reoess  is  great  enough  for  the  dlaphraga  to  petal  open 
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smoothly  without  striking  the  gage,  but  too  short  for  a 
strong  shook  to  ooalesoe.  A typioal  depth  is  two  to  four 
recess  diameters. 

The  risetime  of  the  pressure  pulse  at  the  gage  depends 
on  the  opening  of  the  diaphragm  and  on  the  subsequent  flow 
of  gas  into  the  reoess.  The  opening  time  can  be  estimated 
from  a strengthless  analysis,  oaloulating  the  time  required 
for  the  diaphragm  material  to  move  a specified  distance  with 
a given  pressure  differential.  ?or  example,  a 1 cm  diameter 
reoess  with  a 1000  psl  differential  needs  an  aluminum  dia- 
phragm .022-«m  thiok  or  a steel  diaphragm  .004-om  thiok 
(Reference  4).  If  the  diaphragm  moves  1 cm  to  open,  then 
the  opening  times  are  40^860  with  aluminum  and  30^w  sec  with 
steel. 

The  flow  of  gas  into  the  recess  oan  be  estimated  from 
a steady  state  analysis.  Assuming  sonic  velocity  at  the 
entrance  to  the  reoess,  the  time  to  fill  the  recess  to  the 
same  density  as  the  reservoir  gas  is  given  by: 


At 


The  quantity  f is  the  isentropic  exponent,  i the  depth  of 
the  reoess,  and  0,  the  reservoir  sound  speed.  If  the 
reoess  is  2 cm  deep,  an  air  or  helium  filled  reservoir  takes 
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100 ju  see  or  35 /<  sec,  respectively,  to  fill  the  reoeas. 

Combining  both  estimates,  the  probable  pulse  risetime 
is  on  the  order  of  100  - 200 ju  seo  for  a 1-cm  diameter  by  2- 
om  deep  recess.  Following  the  initial  rise  and  peak  there 
will  be  ringing  as  the  reoeas  equilibrates  to  the  reservoir 
pressure.  If  several  aooustio  transits  are  required  for  the 
equilibration,  a total  of  several  hundred  microseconds  will 
elapse  before  the  recess  pressure  equals  the  reservoir 
pressure.  Although  the  equilibration  time  is  rather  long, 
this  calibration  system  might  be  adequate  for  gages  measuring 
impulse,  where  risetime  requirements  are  not  especially 
Important. 

The  second  technique  for  pressure  testing  a gage  is 
based  an  a fast  acting  piston.  Ag&in  there  is  a high  pres- 
sure reservoir  with  a gage  flush  mounted  on  the  inside  wall. 
k small,  fast  acting  piston  seals  the  gage  at  ambient  pres- 
sure. The  pressure  forces  on  the  piston  are  balanced  such 
that  a slight  break  in  the  gas  seal  will  shoot  the  piston 
baokwards,  away  from  the  wall,  and  allow  the  high  pressure 
gas  to  load  the  gage.  This  type  of  piston  can  be  built  and 
has  been  euoceesfully  used  in  light  gas  guns  to  rapidly 
pressurize  a projectile  for  launch. 

Calculation  of  the  pressure  pulse  at  the  gage  is 
extremely  difficult.  The  time  scale  can  be  estivated  from 
the  motion  of  the  piston,  k light,  8 oz  piston  with  1000 
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pounds  of  foroe  requires  1.5  Billiseconds  to  sore  1 inch. 

This  time  soale  is  much  longer  than  the  equilibration  tine 
for  the  recessed  gage  with  a diaphragm,  and  almost  comparable 
to  the  BRL  low  pressure  calibrator.  Both  these  facts  make 
the  fast  aoting  piston  unattractive  for  pressure  gage  cali- 
bration. 


4.  PRELIMINARY  ENGINEERING  DESIGN  OP  INVERTED  SHOOK  TUBE 
4,1  Selection  Rationale 

Many  of  the  techniques  presented  above  provide  credible 
and  effective  Beans  for  calibrating  pressure  gages  with  high 
overpressure  pulses,  but  the  specified  design  criteria 
strongly  favor  the  inverted  shook  tube  concept. 

The  standard  shock  tube  is  a long,  slender  cylinder  far 
less  portable  than  the  short,  compact,  inverted  shock  tube. 
Another  drawback  to  the  standard  shock  tube  is  the  difficulty 
of  achieving  the  required  performance  within  a reasonable 
driven  tube  pressure  limitation  (10  atm);  the  inverted  shock 
tube  has  a driven  tube  within  the  high  pressure  driver  chamber, 
so  it  can  operaxe  at  much  higher  initial  pressures  without  a 
weight  penalty. 

The  shockless  system  consisting  of  a reservoir  with  a 
recessed  gage,  activated  by  a diaphragm,  is  unsuitable  for 
high  pressure  calibrations  because  it  produces  a slowly 
rising  (lOOyU  sec)  pressure  pulse  which  rings  for  several 
hundred  microseconds.  It  is  deslreatle  to  have  a sharp 
leading  edge  on  the  pressure  pulse  to  simulate  more  closely 
actual  blaet  wave  loading.  On  the  other  hand  the  shookless 
system  may  be  ideal  for  low  frequency,  low  pressure  gages, 
which  in  some  oases  take  nearly  2 milliseconds  to  settle. 

The  inverted  shock  tube  combines  the  advantages  of 
compactness  and  reasonable  weight  with  a sharp  leading  edge 
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on  the  pressure  pulse,  and  closely  satisfies  the  design 
orlterla  for  a field  portable  oallbrator.  Among  the  five 
operating  nodes  of  the  Inverted  shook  tube  listed  In  Table  t 
the  first  (#1)  Is  the  reoommended  system  for  portable  appli- 
cations. The  two  modes  requiring  a helium-filled  reservoir 
are  less  praotioal  for  field  applications  than  an  air-filled 
reservoir.  Of  the  alr/air  ooncepts  the  first  la  more  prao- 
tioal because  a 10,000  psl  pressure  pulse  is  achieved  with 
only  7,000  psi  in  the  reservoir.  The  other  two  air/air 
concepts  (3  and  4)  require  10,000  psi  in  the  reservoir  for 
a 10,000  psi  reflected  pressure  pulse  in  the  driven  tube, 
implying  a heavier  and  more  costly  structure. 

The  pulse  shape  of  the  preferred  inverted  shook  tube 
concept  consists  of  a sharp-rising  initial  pulse  followed 
by  stair-step  increases  to  a broad,  approximately  constant 
pressure  plateau  (figure  4).  The  stair  steps  result  from 
reflections  between  the  end  wall  and  the  contact  surface. 
Ideal  durations  of  the  first  two  steps  are  710  u sec  and 
500 ju  sec,  assuming  a 24-inch  long  driven  tube.  Duration 
of  the  broad  pressure  plateau  is  estimated  to  be  ? milli- 
seconds from  a calculation  of  the  ideal  wave  system  (Figure 
5).  Non-ideal  effects,  such  as  contact  surface  mixing  and 
boundary  layers,  say  rcduoe  these  ideal  timet  by  as  much  as 
50 %t  and  will  smear  out  the  stair  etep  pulses  corresponding 
to  reflections  from  the  contact  surface . 

High -pressure,  fast-response  gages  may  be  calibrated 
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by  using  tbs  sharp-rising  initial  pulse;  subsequent  levels 
in  the  stair-step  pulse  nay  serve  as  additional  calibration 
points  in  the  seas  test*  Lover  frequency  gages  unable  to 
follow  the  Individual  steps  in  the  pressure  pulse  nay  be 
OAlibrated  at  the  broad  pressure  plateau, 

in  added  advantage  of  the  Inverted  shook  tube  concept  is 
that  it  is  readily  converted  to  a shockless  systen  ideal  for 
calibrating  low-pressure , low-frequency  gages.  The  conversion 
is  accompli shed  by  having  a driven  tube  which  can  be  shortened 
and  capped  with  a diaphragm  to  create  a reoess. 

The  Inverted  shock  tube  concept,  frcn  several  points  of 
view,  is  clearly  superior  to  alternate  calibration  systems, 
and  is  the  recommended  system  for  further  design  and  develop- 
ment. It  is  compact,  portable,  and  safe  to  operate;  it  is 
based  on  classic  shock-tube  design  with  clearly  understood, 
predictable,  and  reproducible  principles  of  operation;  and 
it  generates  a pressure  pulse  capable  of  calibrating  a broad 
eprectrum  of  pressure  gages,  from  high-pressure,  high- 
frtquency  gages  to  low-pressure,  low-frequency  gages. 

4.3  Engineering  Design  and  Oost  Analysis 

i preliminary  engineering  design  study  and  component 
cost  analysis  for  the  recommended  calibrator  concept  was 
carried  out  jointly  with  Beam  Engineering,  Xne.  The  design 
satisfies  all  performance  end  operational  criteria  of 
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Seotlon  2,  and  la  capable  of  generating  a sharp-rising 
preeeure  pulee  up  to  10,000  pal  (with  peak  preaaure,  after 
a atalr-etep  rlae,  to  13 , 000  pal). 

Calibrator  system  layout  la  shown  in  figure  6.  It 
oonalata  of  a calibrator,  air  bottles,  battery  powered 
pressure  lntenslfler,  cable  hoist,  and  control  unit,  all 
aounted  on  a pallet  to  fit  Into  a plokup  truok. 

In  field  use  the  calibrator  aay  be  used  in  the  truok 
for  gages  with  sufficient  cable  slaok,  or  it  aay  be  lifted 
from  the  truck  and  attaohed  to  an  in  situ  gage.  The  lnten- 
sifler  equipment  was  sized  to  pressurize  the  chamber  to  the 
required  7,000  psi  (for  a 10,000  pel  pulse)  In  7 alnutes, 
and  the  calibrator  is  designed  for  quick  turnaround  xn  con- 
ducting testa.  It  Is  estimated  that  tests  oould  be  conducted 
every  24  alnutes  at  maximum  conditions,  or  ?5  tests  In  a 
10-hour  day. 

The  calibrator,  shown  In  figure  7,  Is  designed  to  the 
JlSXB  boiler  and  pressure  code,  and  to  the  California  State 
Code.  It  Is  ooapletely  safe  for  nearby  personnel  during 
operation.  It  lnoludes  a solenoid  actuated  diaphragm  punch, 
ao  the  timing  of  the  calibration  pulse  can  be  electronically 
controlled.  The  calibrator  lid  hat  a qulek-roleaoe  buttress 
thead  requiring  only  a partial  turn  to  open,  allowing  the 
dlaphraga  to  be  replaced  repeatedly  without  disconnecting 
the  calibrator  from  the  gage.  Toe  required  ratio  of  chamber 
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pressure  to  driven  tube  pressure  is  maintained  by  a differ- 
ential pressure  regulator,  and  a single  pressure  reading  is 
sufficient  to  establish  the  operating  point  of  the  calibrator. 

Por  chamber  pressures  up  to  2100  psi  standard  air  bottles 
are  sufficient.  This  value  corresponds  to  an  initial  sharp- 
rising  pulse  amplitude  of  3000  psi  and  a peak  amplitude  of 
3900  psi.  Higher  pressures  require  the  use  of  the  battery- 
powered  hydraulic  pressure  intensifier  consisting  of  a 3.7- 
inch  bore,  24-inch  stroke  air  cylinder,  a hydraulic  power 
unit,  and  a battery  pack  with  gasoline  engine  re charger.  The 
maximum  design  chamber  pressure  of  7040  psi  is  achieved  with 
3 cylinder  strokes. 

An  engineering  cost  estimate  of  fabrication  and  assembly 
of  the  10,000  psi  calibrator  system  is  shown  in  Table  4.  It 
does  not  include  one-time  engineering  and  development  costs, 
and  it  does  not  include  costs  associated  with  management,  bid 
evaluation,  and  contract  monitoring.  It  Includes  all  direct 
oosts  associated  with  component  purchase  and  fabrication, 
together  with  an  estimate  of  general  contractors  overhead  and 
profit,  and  represents  an  engineering  estimate  of  the  total 
cost  of  fabrication  and  assembly.  No  provision  has  been 
made  for  cost  escalation,  but  an  overall  contingency  allow- 
ance of  15%  has  been  applied  in  recognition  of  the  unique 
nature  of  the  system.  IPressure  components  are  assumed  to  be 
fabricated  in  shops  certified  by  ASME  to  afix  the  code  symbol 


Table  4.  Cost  analysis  of  10,000  calibrator  system. 


Calibrator  Components 


Chamber 

Lid 

Punch  Assembly 
Trigger  Assembly 
Pressure  regulator 
Fittings,  tubing 
Thermocouple 
Diaphragms  (1000) 
Subtotal 


$ 4,690 
1,520 
800 
960 
1,600 
200 
200 
1.000 

$10,970 


Pressure  Intensifier  Components 


Air  Cylinder 
Piston 

Hydraulic  Cylinder  & Pump  System 
Battery  Paok 
Battery  Charger  Engine 
Subtotal 


$ 3,240 
180 
2,600 
400 


750 


* 7,170 


Operational  Components 


Firing  Panel,  meters,  wiring  $ 80 
Crane  Hoist,  monorail,  l/2  ton  1,000 
Skid  mount  pallet  500 
Pressure  tubing,  valves,  fitting  250 

Subtotal  $ 1.830 


Total  Component  Costs  $19,970 

Direot  Labor 

Assembly,  Calibration,  and  Test  3,200 

Subtotal  $23,170 

Contingencies  @ 15#  3,480 

Contractors  Overhead  ft  Profit  @ 25#  5,800 

Engineering  Cost  Estimate  $32.450 
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for  an  unfired  pressure  vessel,  and  to  undergo  the  required 
Inspection  and  documentation. 

A major  portion  of  the  calibrator  cost  is  related  to 
pressure  Intensifying  equipment  required  to  develop  7000  psi 
chamber  pressure,  and  considerable  savings  may  be  accomplished 
by  restricting  performance  to  bottle  pressure  levels.  At 
2100  psi  chamber  pressure  the  initial  pressure  pulse  is  "5000 
psi.  An  engineering  cost  estimate  of  the  3000  psi  calibrator 
is  shown  in  Table  5.  Considerable  savings  are  evident  in  the 
calibrator  fabrication  because  of  reduced  requirements,  and 
the  pressure  intensifier  costs  are  eliminated. 

In  field  tests  a calibrated  pressure  gage  (not  shown  in 
Figure  7 ) would  be  installed  in  the  driven  tube  side  wall  for 
dynamic  verification  of  the  calibrator  pulse  amplitude.  This 
pressure  gage  and  associated  recording  instrumentation,  both 
standard  equipment,  is  not  included  in  the  calibrator  cost 
estimates. 


Table  5.  Cost  analysis  of  3,000  psi  calibrator 


Calibrator  Components 
Operational  Components 
Direct  Labor 
Subtotal 

Contingencies  @ 15 % 

Contractor  Overhead  and  Profit 
Engineering  Estimate 


♦ 5, 


* 8,' 
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5.  CONCLUSIONS  AND  RECOMMENDATIONS 


An  inverted  shook  tube  is  the  preferred  conoept  for  a 
field-portable  pressure  gage  calibrator  capable  of  operating 
in  the  100  - 10,000  psi  range.  The  recommended  system  meets 
all  the  performance  and  operational  criteria  specified  by 
DNA  and  the  user  community. 

A preliminary  engineering  design  study  indicated  a 
fabrication  cost  of  approximately  $32,450  for  a 10,000  psi 
calibrator  system.  Much  of  this  cost  is  related  to  a pres- 
sure intensifier  to  produce  the  required  7000  psi  chamber 
pressure.  A lower  performance  system,  able  to  achieve  a 
3,000  psi  pressure  pulse  with  standard  bottle  pressure  in 
the  chamber,  would  cost  approximately  $11,670.  These  costs 
relate  only  to  fabrication  of  the  unit;  they  do  not  include 
one-time  engineering  design  costs  or  development  tests. 

It  is  recommended  that  development  tests  be  conducted 
with  an  inexpensive  laboratory  mockup  of  the  inverted  shook 
tube  concept  operating  at  bottle  pressure.  In  this  way 
calibrator  pressure  pulses  up  to  3,000  psi  may  be  obtained, 
and  details  of  the  design  oan  be  modified  to  optimize  cali- 
brator pulse  shape  and  to  streamline  operational  procedures. 
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APPENDIX  A.  RESPONSE  OP  A LOW  PASS  RO  FILTER  TO  A ERODE 
PROPILE 


We  will  assume,  as  a first  order  approximation,  that  a 
pressure  gage,  transmission  line,  and  recording  equipment 
oan  be  modeled  as  a low  pass  RC  filter.  The  arrangement  of 
components  is  shown  below: 


-AMr- 


l f INPUT 

i 


14  OUTPUT 
■ ■» 


Figure  Al.  Low  pass  filter. 

The  frequency  response  of  the  filter  oan  be  character- 
ized by  t(=AC)  $ the  time  constant  of  the  filter,  or  by 
ft  , the  frequency  at  which  the  response  is  down  by  3 dB. 
Standard  definitions  from  electrical  engineering  show  that 
T and  f,  are  related  by: 


(jc 


For  example,  if  ft  is  20  kHz,  then  7 is  Qm  seo. 

With  a given  value  of  , the  response  to  a Brode 
profile  (Reference  2) 


If  = j(^c  + ^ Ce  rc ) 


-At 


-rt 
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where 


* * > 


may  be  computed.  The  quantity  A P4  Is  the  incident  shook 
overpressure,  D the  duration  of  positive  phase,  and  t the 
time.  The  parameters  4,5  , C.  , oc  , ft  , and  f are  given 
as  a function  of  A Ps  . 

The  circuit  equations  for  the  filter  are 


= 


i # + 


v.  = 


i dt 


where  V-t  and  Vt  are  input  and  output  waveforms,  respec- 
tively. The  equations  are  linear  so  it  suffices  to  consider 
a l/i  given  by  the  first  term  in  the  profile,  solve  the 
equations,  and  add  two  additional  terms  of  the  same  form. 
Omitting  the  long  algebraic  details  of  finding  a solution  to 
the  first  order  equations,  the  leading  term  for  is  given 

by 


**  = APt  (Aj+jJ 


( OU^  - PC  - tcdf,  + 


t 


/)  e'"  fl-  (0(4  - t/)e 
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Huasrioal  values  for  [/,  were  found  for  a vide  range  of 
ft  using  a digital  oomputer.  1 typioal  measured  profile  is 
shown  in  Figure  12  for  a 20  kHz  filter  and  a 10,000  psi  over- 
pressure shook  fron  a 1 IT  yield.  The  Brode  paraneters  for 
this  wave  are 


A = 

.0214 

at 

= 4.985 

8 = 

.1718 

A 

= 41.33 

c = 

.8068 

r 

= 617.6 

0 = 

.1416 

It  is  evident  from  Figure  12  that  a significant  error 
in  the  measured  peak  overpressure  can  exist.  For  the  above 
case,  it  equals  9.8^.  The  variation  of  the  error  with  fc 
for  the  same  10,000  psi  shook  wave  is  shown  in  Figure  A3. 

Another  important  air blast  parameter  is  the  measured 
Impulse,  which  oan  be  evaluated  directly  from  the  differ- 
ential equation: 


V('  = i R * V, 
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Figure  A.2 . Brode  profile  and  response  through  a 20  kHz  low  pass  filter. 


Error  in  peak  overpressure  measurement  10,000  psi  shock 
l KT  yield. 


Therefore  the  total  measured  Impulse  equale  the  total  Impulse 
of  the  Brode  profile,  independent  of  frequency  response  and 
independent  of  any  empirloal  corrections  to  the  measured  pro- 
file. 

In  alternate  question  is  how  close  are  the  two  impulses 
when  t equals  D , the  duration  of  positive  phase.  In  this 


4 short  numerical  calculation  for  = ?0  kHs  shows 


while 


r J a 6. * * 

't 


s 
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So  again  the  measured  and  input  impulses  are  equal  at  the 


end  of  positive  phase  provided  the  bandwidth  is  20  kHz  or 


greater. 


The  last  result  can  also  be  restated  as  follows:  the 


impulses  are  equal  at  the  end  of  positive  phase  provided  l/< 


and  l/0  pass  through  zero  simultaneously.  Figure  A2  shows 


that  the  measured  response  overshoots  the  Brode  profile. 


settling  down  towards  the  profile  at  later  times.  If  the 


frequency  response  is  high  enough,  the  measured  pulse  will 


catch  up  with  the  Brode  profile  at  or  before  the  duration  of 


positive  phase.  The  numbers  of  the  preceding  paragraph  show 


that  the  frequency  response  required  for  the  catchup  is 


minimal. 


Finally,  it  must  be  remembered  that  the  results  for 


measured  impulse  depend  on  the  electrical  analog  chosen  for 


the  gage  and  recording  system.  More  complex  models  would 


probably  give  different  conclusions,  at  least  in  numerical 


detail.  However,  it  does  seem  reasonable  to  assume  that 


measured  impulse  is  insensitive  to  frequency  response. 
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